Automatic Electronic Device Used for the Evaluation of Cyclic-Fatigue Resistance of Nickel-Titanium Instruments

Dispositivo electrónico automático usado para la evaluación de la resistencia a la fatiga cíclica de instrumentos de Niquel-Titaniuio

Cesar Gaitán-Fonseca DDS, MSc, PhD¹; Edith Lara-Alvarado DDS, MSc²; Héctor Flores-Reyes DDS, MSc, PhD³; Amaury Pozos-Guillén DDS, MSc, PhD³; Verónica Méndez-González DDS, MSc⁴


Correspondence to: Dr. Amaury de Jesús Pozos Guillén - apozos@uaslp.mx

Received: 20-XI-2016          Accepted: 30-XI-2016 Published Online First: 6-XII-2016

DOI: http://dx.doi.org/10.15517/ijds.v0i0.27288

ABSTRACT

The aim of this study was to evaluate the cyclic-fatigue fracture of different Nickel-Titanium motor-driven rotary instruments (ProTaper® Universal, ProFile®, and Mtwo® systems) in artificial canals by means of an Automatic Electronic Device (AED). The study was performed using Nickel-Titanium instruments 25/0.06 evaluated in canals with a 45-degree curvature and 2-mm radius. The analyses evaluated two parameters: fracture by cyclic fatigue, and time of fracture; in addition, the length of separated fragment was evaluated. Medians and range values were calculated for each group. Data were analyzed by the Kruskall–Wallis and Mann–Whitney U tests to determine statistical difference. The ProFile motor-driven rotator system exhibited highest resistance to fracture due to cyclic fatigue and highest fracture time compared with the ProTaper and Mtwo systems (p <0.05). The equipment proposed in this study (AED) demonstrated efficiency for recording information, automation, scheduled work times and durations, cycle number, time of fracture, pressure changes and, principally control of the human factor.

KEYWORDS

Cyclic-fatigue; Nickel-Titanium instruments; Automatic electronic device; Rotary instruments; ProTaper® Universal System; ProFile® System; Mtwo® System.
El objetivo del presente estudio fue evaluar la fractura a la fatiga cíclica de diferentes instrumentos rotatorios de Niquel-Titano (sistemas ProTaper® Universal, ProFile® y Mtwo®) en conductos artificiales por medio de un Dispositivo Electrónico Automático (DEA). Se usaron instrumentos de Niquel-Titano 25/0.06, los cuales se evaluaron en conductos con una curvatura de 45 grados y 2 milímetros de radio. Se analizaron dos parámetros: Fractura a la fatiga cíclica y tiempo a la fractura; además se evaluó la longitud del fragmento separado. Medianas y rangos fueron calculados para cada uno de los grupos. Los resultados fueron analizados por las pruebas de Kruskall–Wallis y U de Mann–Whitney para determinar diferencias estadísticas. El Sistema ProFile mostró una mayor resistencia y tiempo a la fractura en comparación con los sistemas ProTaper y Mtwo ($p <0.05$). El equipo propuesto en este estudio (DEA) demostró eficiencia para el registro de la información, tiempos de trabajo y duración, número de ciclos, tiempo a la fractura, cambios en la presión y principalmente control del factor humano.

**PALABRAS CLAVE**

Fatiga cíclica; Instrumentos Niquel-Titano; Dispositivo electrónico automático; Instrumentos rotatorios; Sistema ProTaper® Universal; Sistema ProFile®; Sistema Mtwo®.

**INTRODUCTION**

Several rotary and reciprocating Nickel-Titanium (NiTi) systems are available for dental instrumentation under different conditions as follows: curved; straight, and c-shaped canals (1). The physical characteristics (elasticity and flexibility) of these systems are based on decreased operative times and patient safety. The main advantage is enhancement of canal shaping and reduced transportation in curved and c-shaped canals through endodontic treatment (2, 3).

During curved-canal instrumentation, rotary systems exhibit stress and torsion with the possibility of distortion and fracture (4-6). Fracture of the motor-driven rotary instrument is produced in two ways: cyclic fatigue, and torsional fatigue. Cyclic-fatigue fracture occurs when the instruments rotate freely in a curvature, generating tension/compression cycles until fracture (7, 8). The incidence of fracture by cyclic fatigue in hand-held instruments is 1-6% as compared with that of rotary instruments, which is 0.4-5% (9-11). To evaluate cyclic fatigue in rotary instruments, different devices have been employed (5, 12-14). Automatic Electronic Device (AED) is proposed as a new biomedical technology to measure endodontic clinical values under experimental conditions.

Material fatigue describe the variations in properties due to an application of cyclic loads, which is usually associated with tension/compression or a bending/rotation fatigue rupture (15). In endodontic treatment, cyclic-fatigue fracture occurs when the instrument rotates in a root canal, generating tension/compression cycles (16).

The aim of this study was to evaluate the cyclic-fatigue resistance of different NiTi instruments (ProTaper® Universal, ProFile®, and Mtwo® systems) in artificial canals utilizing an AED.

**METHODS**

*Manufacture of AED.* AED was designed to simulate the conditions of NiTi rotatory systems mounted in a dental piece. With AED, it is possible to control force and velocity under experimental conditions and to obtain estimated values concerning the work conditions of NiTi...
rotary instruments. AED is constituted of four components: a) main support; b) control box; c) calibration sensor, and d) Experimental Endodontic Block (EEB) (Figure 1). Its operation comprised an 8-bit, 16-MHz crystal PIC16F874 microcontroller. The support possessed vertical movement and horizontal rotation for the Endodontic Electric Motor (EEM) in order to operate a NiTi rotary instrument and to simulate the clinical conditions in the dental piece. The control box allows the introduction and recording of data for experimental analysis. This control box permits the following operating program: 1) calibration of AED; 2) providing the initial and final position; 3) transportable schedule instrument in EEB; 4) work time; 5) data recording, and 6) log-in. Finally, the AED recorded cycle number, work time, applied force, weight detection, and elapsed time. The calibration sensor was programmed at 1.03 N (17). The EEB was manufactured with artificial canals of different curvatures with 2-mm radii, 1.5 mm in depth, and 1.5 mm in diameter. The curvature angle employed was 45 degrees. Parameters of the curvature employed in the present study were designed according to the Schneider and Prudent method (18).

**Rotary systems.** The rotary instruments were divided into three experimental groups: the 25/0.08 ProTaper Universal group (DENTSPLY, Ballaigues, Switzerland); the 25/0.06 ProFile group (DENTSPLY Maillefer, USA), and the 25/0.06 Mtwo group (VDW, Frankfurt, Germany), with 10 samples per group.

**Protocol for fracture by cyclic fatigue.** In AED, an X-Smart™ (EEM) 16:1 reduction (DENTSPLY, Ballaigues, Switzerland) was adapted. Instruments were mounted onto EEM and positioned at the same point. Working duration was established at 19 mm and a constant speed of 300 revolutions per min (rpm) was utilized. For recording cycle number and fracture time, a 1:100-sec stopwatch was used. For measurement of the separated fragment, a standardized endodontic millimetric ruler (Hu-Friedy, USA) was employed. Additionally, instruments were analyzed by Scanning Electronic Microscopy (SEM). Data were analyzed by Kruskal–Wallis and Mann–Whitney U tests; statistical significance was set at \( p < 0.05 \).

**RESULTS**

Results of fracture for each group showed that the ProFile group exhibited highest resistance to cyclic-fatigue fracture compared with the ProTaper and Mtwo groups (\( p < 0.05 \)). Results for fracture time and the difference between the Mtwo and the ProTaper systems were statistically significant (\( p < 0.05 \)), demonstrating that the ProFile group exhibited a statistically significant difference in terms of fracture time when compared with the ProTaper and Mtwo groups (\( p < 0.05 \)); additionally, the difference between the Mtwo and ProTaper groups was statistically significant (\( p < 0.05 \)) (Figure 2). Mean distance-to-fracture was 4.6 mm. No statistically significant difference in the length of the separated fragments was found among the three instruments (\( p > 0.05 \)). Figure 3 depicts images analyzed by SEM for the experimental groups. Figure 3a corresponds to the ProTaper Universal fracture by cyclic fatigue with triangular section. Figure 3b illustrates the ProFile system with triangular design after fracture, while Figure 3c presents the Mtwo square transversal design.
Figure 1. The Automatic Electronic Device (AED) testing device. Schematic diagram of AED: (a) calibration weight as the basis for all samples before the test; (b) Platina and artificial canals for evaluation of cyclic fatigue of the motor-driven rotary systems, with (c) endodontic motor, and (d) main support that regulates cycle movement (up-down).

Figure 2. Fracture by cyclic fatigue. The results showed that the Profile® system presents more resistance to cyclic fatigue compared with the ProTaper® Universal and Mtwo® motor-driven rotary systems.
Figure 3. Scanning Electronic Microscopy (SEM) images. All instruments were analyzed under Scanning Electronic Microscopy (SEM) after fracture by cyclic fatigue. In Image 3a, the ProTaper® motor-driven rotary system exhibited a transversal section with fatigue in the metal. In Image 3b, the ProFile® system exhibited deformation in the radial land guide. In Image 3c, the Mtwo® system displayed a transversal section with fracture lines.
DISCUSSION

Rotary instruments manufactured with NiTi employed in root canal treatment favors working performance in a curved root canal. NiTi flexibility permits 8-10% plastic deformation in cases of tension (19). When flexibility is excessive, fracture in the rotary instrument presents (7). In root canal instrumentation and rotary-instrument function in curve canals, the compression effect is present and, outside of the curvature, the instrument possesses tensional effort. With these effects, the instrument undergoes tension and compression cycles. These continuous cycles can generate microfractures in the metal nucleus, this phenomenon denominated cyclic fatigue (20).

Gambarini et al (21) evaluated cyclic fatigue in the ProFile system using low and high torque in EEM, exhibiting more resistance to fracture by cyclic fatigue in the low torque compared with the endodontic handpiece. Haikel et al (22) reported that the ProFile system possesses better conditions for evaluating fracture resistance due to its design with a minimal metallic nucleus, compared with HERO® and Quantec® systems. A previous report showed that the design of the ProFile system proved to be an important factor in fatigue resistance (23). The Mtwo-system design is characterized by control and cutting efficacy, this facilitating instrumentation in curved root canals; this instrument exhibits minimal radial contact compared with K3® and RaCe® systems. Schäfer et al (24) reported that apical transportation does not exist.

The present study evaluated fracture by means of the cyclic fatigue of different NiTi rotary systems. The ProFile group resisted more cycles when compared with the ProTaper Universal and Mtwo systems. Previous reports (including those in which fracture time was evaluated) demonstrated that the ProFile system lasts more time prior to the presence of the fracture in comparison with Mtwo, HERO Shaper®, K3, Alpha®, and ProTaper systems (22-26). On the other hand, there are a few reports regarding the separated segment of the instruments (27). The “gold standard” for evaluating NiTi rotary systems is the natural curved root canal, but the problem comprises one-time use, which is not reproducible for experimental designs (26); thus, AED and EEB with artificial canals have been manufactured for this purpose. Pruett and Schneider (15) proposed a method for standardizing artificial curvatures in experimental designs. Uei-Ming Li et al (5) worked with an inclined-plane device. In this device, the instrument rotates in an endodontic motor and functions in different curvatures. The endodontic motor was subjected to the Instron testing device. The disadvantage lies in maintaining constant pressure and finding the precise angle.

Instead, Gambarini et al (28) evaluated cyclic fatigue in a metal block with a 60-degree curvature; the EEM was mounted on a mobile device. Soo-Youn et al (24) manufactured a fatigue-testing device (Denbotix; Bucheon, Korea) with the capacity for movement and velocity control. This device possesses an internal sensor that detects changes in the motor and in the torque. Denbotix is the device with the most effective parameters for carrying out adequate evaluation of cyclic fatigue as reported in the literature. The handmade device elaborated for the present study utilized artificial canals in an EEB with 45-degree angles; this device permitted control of rpm, angle curvature, force applied, and torque control.

The main advantages of AED proposed here compared with other devices include the capability for recording information, automation, scheduled work times and durations, cycle number, time of fracture, pressure changes and, mainly, control of the human factor (29). The AED is proposed for the management of experimental studies in root-canal instruments employed with a coupled EEM. This device demonstrated efficiency in evaluating
parameters for cyclic fracture, allowing the control of applied force, velocity, and torquing.

CONCLUSIONS

The ProFile motor-driven rotator system showed highest resistance to fracture due to cyclic fatigue and highest fracture time compared with the ProTaper and Mtwo systems, utilizing a new, handmade AED.

CONFLICT OF INTERESTS

The authors indicated no potential competing interests relationship with any manufacturer of the commercial equipment and instruments featured in this manuscript.

ACKNOWLEDGMENTS

The English-language reviewing of the manuscript by Maggie Brunner has been particularly appreciated.

REFERENCES


15. Eggeler G., Hornbogen E., Yawny A., Heckmann A., Wagner M. Structural and


